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Following pioneering work 40 years ago, synchrotron beamlines dedicated to macromolecular crystal-
lography (MX) have improved in almost every aspect as instrumentation has evolved. Beam sizes and
crystal dimensions are now on the single micron scale while data can be collected from proteins with
molecular weights over 10 MDa and from crystals with unit cell dimensions over 1000 Å. Furthermore it
is possible to collect a complete data set in seconds, and obtain the resulting structure in minutes. The
impact of MX synchrotron beamlines and their evolution is reﬂected in their scientiﬁc output, and MX is
now the method of choice for a variety of aims from ligand binding to structure determination of
membrane proteins, viruses and ribosomes, resulting in a much deeper understanding of the machinery
of life. A main driving force of beamline evolution have been advances in almost every aspect of the
instrumentation comprising a synchrotron beamline. In this review we aim to provide an overview of the
current status of instrumentation at modern MX experiments. The most critical optical components are
discussed, as are aspects of endstation design, sample delivery, visualisation and positioning, the sample
environment, beam shaping, detectors and data acquisition and processing.
© 2016 Diamond Light Source Ltd. Published by Elsevier Inc. This is an open access article under the CC
BY license (http://creativecommons.org/licenses/by/4.0/).1. Introduction
The ﬁrst successful proof-of-principle of macromolecular crys-
tallography (MX) experiments at synchrotron accelerators were
performed in the mid 1970s [124] [67,117]. These structures have
allowed the visualisation of proteins and viruses on an atomic level,
and led to a much greater understanding of the function of the
building blocks of life. The relevance of this knowledge has been
recognized through the award of a large number of Nobel prizes
(summarised in Ref. [21]) Over these 40e50 years, synchrotron
sources, beamlines and experimental approaches have constantly
evolved, dramatically changing what is considered possible, or can
be obtained, from anMX experiment. Recent reviews, such as those
by Refs. [38,46] give an excellent overview of the history of MX and
synchrotron radiation.in Crystallography, edited by
.L. Owen), juanhuix@cells.es
ed by Elsevier Inc. This is an open aAs an illustration of the impact of synchrotron radiation on MX
and the rate at which the ﬁeld is expanding, the number of struc-
tures held in the Protein Data Bank (PDB) at the time of these re-
views and now can be compared. In 2010, the PDB comprised
~60,000 structures of which ~73% were determined at a synchro-
tron. At the time of writing, the number of structures has increased
to more than 112,000 with synchrotrons now accounting for ~77%
of the total number of depositions and approximately 90% of all
new depositions. This rate of increase is reﬂected in challenging
sub-areas of the ﬁeld such as membrane protein crystallography
where the number of unique structures has increased from 280 to
518 over the last ﬁve years. The striking increase in both the
number and rate of depositions is, in no small part, due to
continuing advances in beamline instrumentation, experimental
approaches and tools to facilitate MX at X-ray sources.
There are now over 100 beamlines dedicated to MX at more
than 20 synchrotrons worldwide1 (Fig. 1) and the instrumentation
in all areas of these beamlines has continued to evolve. This evo-
lution has driven scientiﬁc discoveries, much in the way put by1 http://biosync.sbkb.org.
ccess article under the CC BY license (http://creativecommons.org/licenses/by/4.0/).
Fig. 1. Current worldwide distribution of MX beamlines. Area of the outer circle is proportional to the number of MX beamlines currently operating at the facility.
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techniques, new discoveries, and new ideas, probably in that order”
[122]. Crystals of poor diffraction quality that previously would
have required spending another year in the crystallization lab for
optimization, can now provide complete datasets and lead to suc-
cessful structure determination. Generally, beamline scientists
attempt to set up their data acquisition interface with default set-
tings to maximize the data quality users can obtain. However, it is
often successful communication between the structural biologist,
to describe the challenges of the sample, and the beamline scientist,
to describe new advances in instrumentation and software, that
really makes the difference in meeting experimental goals. New
techniques or instrumentation often originate from pioneering
experiments or developments at ‘standard’ MX beamlines. The
success of the technology developed for MX beamlines also inspires
other synchrotron ﬁelds such as powder diffraction and small angle
scattering, which are adopting instruments such as the robotic
sample manipulators or the experiment control software.
This review therefore, while attempting to touch on historical
developments, focuses on outlining the current state of the art of
MX beamline instrumentation, and tries to point out the ongoing
and new trends and developments such as an increasing degree of
automation, increasing numbers of experiments performed with
remote access, cross fertilization with free electron laser experi-
ments, micro- and nano-crystallography, native SAD phasing, in-
situ room temperature data collection and multi-crystal and se-
rial crystallography.
2. X-ray source, optics and diagnostics
2.1. X-ray sources
The ﬁrst “parasitic” protein crystallography data collections, at
synchrotron accelerators primarily dedicated to high-energy
physics, exposed the potential of purpose-built facilities for the
ﬁeld of MX [67,117,124]. The ﬁrst dedicated synchrotron sources
(DORIS, Hamburg-Germany; SRS, Daresbury-UK; NSLS,
Brookhaven-USA; Photon Factory, Tsukuba-Japan) started opera-
tion in the early 1980s with bending magnet beamlines dedicated
to MX. Synchrotron sources made another step forward in the1990s with the advent of 3rd generation sources which featured a
lower emittance and the extended use of insertion devices (ID)
installed in straight sections as a photon source for beamlines. The
photon ﬂux, beam size and beam divergence of these photon
sources match the weak diffracting power, small crystal size, and
the large unit cell parameters of typical macromolecular crystals.
Insertion devices (IDs) are periodic arrays of magnets which
bend the path of the electrons as they circulate the storage ring.
Changes in the electron beam trajectory at each magnet results in
the emission of radiation. Undulators are IDs that exploit
constructive interference between the radiation emitted at
different periods and are the brightest photon source at current
synchrotrons [3]. This constructive interference results in sharp
peaks in the spectral proﬁle where the intensity of radiation pro-
duced is proportional to the square of the number of poles.
Undulators can emit radiation at the wavelengths typically used in
MX (around 1 Å) only in storage rings with electron energy above
~2.25 GeV. Below this energy, radiation of around 1 Å must be
emitted by wigglers, where the interference is no longer preserved
and the ﬂux is proportional to the number of poles: a signiﬁcant
reduction.
New developments to greatly reduce the emittance and increase
the brilliance of storage rings, and hence improve the X-ray beam
properties achievable at the sample position, are now being real-
ised [69,147]. By using damping wigglers and increasing the
circumference, the NSLS-II currently achieves the smallest sub-nm
rad horizontal emittance in regular operation [149]. In a new fourth
generation of storage rings, the multibend achromat magnetic
lattices [48,49] allow the construction of diffraction-limited storage
rings [10], typically of circumference 500e1500 m and possessing
an emittance below 0.4 nm rad. The ﬁrst fourth generation storage
ring due to become operational is MAX IV in Lund, Sweden, which
will begin operation in 2016 [138]. Such is the attraction of these
storage rings that several other such sources are under construc-
tion, and the lattice of a number of existing sources is being rede-
signed. The X-ray beams produced by these new sources will
represent an increase by a factor of 20 in brilliance and ~1.5 in ﬂux
in comparison to third generation sources.
Aided by the smaller emittance of the new storage rings, a new
generation of undulators using superconducting magnets [58] or,
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magnetic period. A shorter undulator period is of interest, as it al-
lows for a reduction of the electron energy required for the gen-
eration of a speciﬁc photonwavelength, a larger number of periods
per length (resulting in higher ﬂux), an increased spectral
tunability, and an increase of the radiation hardness of the
undulator.
2.2. Monochromators
The beamline monochromator selects X-rays of a single wave-
length from the broad energy spectrum emitted by the bending
magnet or insertion device, and also absorbs the power of the
disregarded energies. A historical overview of the development of
monochromators at synchrotron sources is given by Ref. [12].
Brieﬂy, the photonwavelength is selected using Bragg's law and can
be varied by changing the angle of crystals with respect to the
incoming beam. Themeans of crystal mounting is chosen according
to the design priorities of the beamline. Currently the most popular
type of monochromator is the double-crystal monochromator
(DCM), inwhich the second crystal surface is adjusted tomaintain a
ﬁxed beam path after the monochromator at any photon wave-
length. By sagittally bending one of the monochromator crystals,
the x-ray beam can be focused horizontally. Also, two identical
DCMs placed oppositely can be used to maintain the beam path
after the monochromator at any selected wavelength [8]. An
alternative to a DCM is the channel-cut monochromator (CCM), in
which the two crystal surfaces are part of the same silicon block.
CCMs are less prone to introduce beam vibrations and drifts, but
change the path of the output beam when the beamline energy is
changed, unless two identical channel-cut crystals are used as in
the case of the Bartels monochromator. For long microfocus
beamlines, the required high stability of the monochromator
crystals can indicate a design with a vertical rotation axis [57],
which minimizes the projection of gravity onto the Bragg axis and
greatly reduces the construction's height above the supporting
granite structure. Moreover, since the source size is still larger in
the horizontal than in the vertical direction, a horizontal diffraction
plane has less inﬂuence on the beam stability. Due to its axis being
perpendicular to the x-ray polarization, this sacriﬁces some ﬂux at
long wavelengths and energy resolution for a more stable
construction.
Silicon crystals are very well suited for selecting the photon
wavelength for MX experiments and high quality crystals can be
obtained at relatively modest cost. Moreover, silicon has excellent
physical properties at cryogenic temperatures: the coefﬁcient of
thermal expansion at liquid nitrogen temperatures is close to zero
and the thermal conductivity is largely increased with respect to
room temperature. Monochromator silicon crystals are usually cut
such that the crystal surface is parallel to a Bragg plane (symmetric
cut), for ease of manufacturing and to preserve both beam size and
divergence when changing the photon energy.
The most commonly used silicon reﬂection is (111) as it delivers
a strong diffracted beam due to its large structure factor. Moreover,
the natural width of the (111) reﬂection is similar to the typical
vertical photon beam divergence. This similarity maximizes the
ﬂux while keeping an energy bandpass of DE/E~2$104 low enough
to allow energy-dependent experiments. Other advantages of sili-
con are that the lattice parameter (d ¼ 3.1356 Å) allows a large
deﬂection angle of 2q~18.5 deg at a wavelength of 1 Å, and the
diamond cubic symmetry of the crystal structure results in the
absence of a (222) reﬂection and thus the possible presence of X-
rays of twice the desired energy at the sample position. Other re-
ﬂections, notably (220) and (311), have been used to improve the
energy resolution at the expense of a lower photon ﬂux at thesample. Nonetheless the use of these reﬂections is limited as only a
small subset of experiments greatly beneﬁt from this increased
energy resolution. Multilayer monochromators with a wide energy
bandpass, and hence large photon ﬂux throughput, are currently
being developed and installed in order to exploit high frame rate
detectors and new fast data collection strategies.
2.3. Focusing optics
The role of beamline optics is to focus the cone of X-rays emitted
by the photon source to a size comparable to, or smaller than, the
sample. Concurrently, the beam divergence, which increases by the
same factor as the size is reduced, must be minimised to avoid
increasing the apparent crystal mosaicity seen on the diffraction
pattern. The variety of source properties, and scientiﬁc cases at MX
beamlines has led to a number of optical layouts. Some represen-
tative examples are shown in Fig. 2.
Curved reﬂective mirrors with lengths between 0.2 and 1 m are
the most common method for focusing the X-ray beam onto the
sample or the detector position, or to create a secondary source in a
2-step focusing scheme. Aberration-free focussing can be achieved
through use of an ellipsoidal surface although toroidal and spher-
ical shapes are used as well. Mirrors made of silicon, fused silica or
ceramic and coated with one or several high-Z metal stripes
(usually Rh, Pd, Pt, Ir) are placed at typical grazing incidence angles
of ~0.3 deg to ensure total external reﬂection. As reﬂectivity of
these coatings falls dramatically above an element-dependent cut-
off energy, the mirror effectively removes any higher harmonics
passing the monochromator.
One of the mirror conﬁgurations most commonly used is the
Kirkpatrick-Baez (KB) arrangement, consisting of a pair of plane-
elliptical mirrors mounted orthogonally, so that the beam can be
adjusted independently in horizontal and vertical dimensions.
Meridional optics (curved along the beam direction) such as these
have a long radius of curvature (0.2e10 km) and this is often ach-
ieved by bending a plane surface or through use of bimorphmirrors
[154], inwhich a piezo-actuator is attached every ~20mmalong the
length of the mirror. Adaptive mirror optics based on mechanical
actuators are also under study.
Very strict tolerances on the mirror slope errors are required to
maintain the source brightness in low-emittance synchrotrons and
Free Electron Lasers (FELs). Roughness of the mirrors has the effect
of broadening the spot size, while longer period slope errors are
additionally the major source of beam heterogeneities, especially
when the beam is defocused to match the crystal dimensions.
Several approaches have been used to improve the surface quality
in mirrors. Classical mechanical polishing using massive planetary
polishing systems is proven to achieve ﬂat mirror surfaces to
0.2 mrad RMS. New innovative approaches are Ion Beam Figuring
[155] and, in particular, Elastic Emission Machining (EEM) [156].
The EEM technique, offered by J-Tec (Osaka, Japan), can achieve a
RMS slope error of less than 50 nrad and a ﬁgure accuracy of <1 nm
in a 350 mm-long mirror and is the current state-of-the-art. Ad-
vances on mirror polishing have been only possible with accom-
panying new optical metrology instruments, notably the
Nanometer Optical Metrology ('NOM') long-trace linear proﬁl-
ometers [157]. Monitoring of the surface quality is possible with in-
situ, at-wavelength methods such as the pencil beam method or
the shearing interferometry [148]. Overall, these advances have led
to a 5-fold improvement of the mirror surface quality in the last 10
years.
An alternative to reﬂective optics are refractive lenses which
exploit the slightly different refractive index between light-Z ma-
terials (Be, Al, Si) and vacuum to focus the X-ray beam [158].
Transfocators are arrays of refractive lenses that can focus the beam
Fig. 2. Schematics of different optical arrangements used at MX beamlines. In an effort to include a variety of optical elements some schemes incorporate aspects of multiple
beamlines, and so may not represent an actual beamline. A. Undulator beamline with a double crystal monochromator and focusing provided by two mirrors in a KB arrangement. B.
Bending magnet beamline showing the X-ray beam collimated in the vertical by a collimating mirror placed before the double crystal monochromator. C. Undulator beamline with a
ﬁxed-wavelength sidestation. A fraction of the beam from the undulator is deﬂected by a partially transparent monochromator crystal. The beam passing through is incident on a
double crystal monochromator and then focused using a toroidal mirror. D. Two-stage focusing arrangement for obtaining a micro-focused beam at the sample position.
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photon energy and the number of identical lenses brought to the
beam path determine the focusing distance. Although transfocators
deliver less ﬂux due to the limited transmission through the lenses,
the beam is very stable and the change of the beam size (i.e. the
focus) or the energy which imply changing the number of lenses,
take only a few minutes. The use of transfocators is currently
expanding worldwide, especially in Europe, being particularly
interesting for beamlines offering small beam sizes and moderate
to high photon energies, or concerned to reduce the wavefront
distortions.
With the improvement of the source and focusing technologies,
there are now over 20 microfocus beamlines worldwide with beam
sizes below 20 mm [133] with beamlines under construction to
achieve beam sizes even below 1 mm.2.4. Diagnostics
To maximize the signal-to-noise and overall data quality of
macromolecular crystallography data sets, the size and divergence
of the X-ray beam should be matched to the crystal properties
[34,107]. It is the beamline diagnostics system that provides feed-
back on the current value and stability over time of these beam
parameters.
Beyond interactive beam optimization, beam diagnostics are
critical for automatic beamline operation, and for the logging of
experiment parameters to image headers or other metadata in-
formation to inform data processing. Beam diagnostic information
is essential for data collection strategy planning. With the beam
proﬁle available, the 3D dose distribution within a crystal can be
visualised and integrated in the experiment planning by RADDOSE-
3D [152]. Last but not least, diagnostics are a means for the user's
veriﬁcation of the beamline's proper operation e is a lack of
diffraction due to the sample or is it the beamline?
Beam monitors can provide intensity, position, and shape or
proﬁle information, with different types providing different com-
binations of these three key parameters. The main performance
speciﬁcations of beam monitors are beam transmission, sensitivity,
radiation hardness, time resolution, dynamic range, size, andphoton energy dependence. Invasive monitors such as ﬂuorescent
screens that completely block the beam are often used for
commissioning the beamline. Diagnostics in use during data
collection have to be transmissive, such as the monitor types dis-
cussed below.
In addition to controlling the beam parameters, ensuring the
beam's stability [120] is crucial for optimising data quality. In case it
is impossible or impractical to identify and remove them, beam-
drifts, and to some extent also vibrations, can be stabilized
through position feedback schemes. Typically, the measured beam
position is used as a corrective input to beam steering optical ele-
ments such as X-ray mirrors or monochromator crystals. The speed
of such feedback systems depends on the mechanical properties of
the optical elements, which place a practical limit around 10 Hz.
Beam stabilization can also be achieved by steering the electron
beam orbit via the storage ring magnets [26], also at higher fre-
quencies [106]. Moreover, feedback on monochromator crystal
angular settings can be used to stabilize the X-ray beam energy and
intensity [15,85,140], and in principle the stabilization of the full
beam proﬁle is possible.
Monitors for white beams require special solutions that can
handle the high heat load. Blade beam position monitors measure
photo currents from tungsten or diamond blades exposed to the X-
ray beam fringes [14,73,76,132]. Quadrant electrode monitors
obtain photocurrents from a thin diamond membrane [103]. For
bothmonitor types, a position is derived from the differential signal
coming from the sensors located in opposite sides of the beam.
For monochromatic X-ray beams, a variety of position monitors
are used: CVD diamond quadrant electrode photo current monitors
with a polycrystalline [130,131], (Dectris Rigi) or a single crystalline
membrane [42,92,103], quadrant diode monitors detecting back-
scatter ﬂuorescence from a metal foil [2] and split electrode ion
chambers [97,128,129]. All of these can double as intensity moni-
tors. An intensity monitor combined with an aperture that cuts into
the beam can also provide dynamic positional information such as
the frequency spectrum of vibrations, ore given the beam proﬁlee
relative position data.
Pixelated CVD diamond quadrant electrode monitors can pro-
vide beam proﬁle data [153]. The NanoBPM proﬁle monitor [81]
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observing the ﬂuorescence generated by the X-ray beam footprint
in a thin membrane.
3. Endstation and experiment
3.1. Endstation
In designing a macromolecular crystallography beamline's
experimental station, several partially opposing requirements have
to be considered: Performance, versatility, ﬂexibility, ease of use,
size, and automated operation. These conﬂicting requirements
together with other constraints such as source and optical param-
eters, and even the available space and resources, mean that many
different approaches have been adopted to design the core func-
tionality of an MX endstation. Typically this functionality encom-
passes sample movement and positioning, sample visualisation,
temperature control, and automated sample exchange.
Several key boundary conditions have greatly evolved
throughout the years, thereby greatly changing the requirements
for experimental stations. Beam sizes and average sample sizes
shrunk frommillimetres to a fewmicrons and data collection times
have diminished from days to minutes and now seconds due to the
development of faster detectors and brighter X-ray beams. To
follow these advances, endstation designers had to improve goni-
ometer precision, microscope resolution, incorporate sample
automation, and greatly improve the overall stability of the
apparatus.
An example of a highly integrated, high-precision and widely
implemented design for an experimental station is the EMBL/ESRF
MD2 microdiffractometer [114] and its successor, the MD3, both of
which have been commercialised.2 At the other extreme, the use of
a six axis robotic arm as a basis for a diffractometer in the G-Rob
[87] or the ESRF RoboDiff [102] is an implementation designed for
highest possible ﬂexibility and throughput. An example for extreme
versatility in terms of the experiments possible at a single beamline
is the PETRA III P11 beamline combining macromolecular crystal-
lography, imaging, and time-resolved techniques into one single
experimental station for bio-imaging and diffraction [96]. End-
station layouts atMX beamlines worldwide have been developed to
make optimal use of the locally available spatial conditions, such as
so-called mini-hutches that provide user-access to the sample area
through a small window, rather than requiring the opening of the
hutch-door [90]. Several experimental stations have added
specialized features, such as advanced visualisation techniques like
ﬂuorescence imaging [63] or SONICC detection [91], or concurrent
optical spectroscopies and data collection from crystallization
plates (both discussed below). Beamlines that aim to provide
extreme ﬁgures of merit require dedicated solutions, such as the
optimization for smallest beam and crystal sizes for micro- and
nano-crystallography [121], or for longest wavelengths with
helium-ﬂooded [71] or even in-vacuum sample environments
[105].
The experimental stations at the authors' beamlines may serve
as illustrative examples of the variation of designs laid out above
(see Fig. 3). The experimental station of the XALOC beamline at the
ALBA synchrotron has at its core the microdiffractometer MD2 [80].
The D3 diffractometer at the Swiss Light Source [56] combines a
microcrystallography goniometer with an in-situ on-axis micro-
spectrophotometer for concurrent UV/Vis absorption, ﬂuorescence
and Raman spectroscopy. The I24 endstation at Diamond provides
two separate goniometers for rapidly switching between micro-2 http://www.arinax.com.cryocrystallography and high precision room-temperature crys-
tallography in plates (initial design overview given in Ref. [65]).3.2. Sample positioning
The goniometer is central in the oscillation crystallographic
method used in almost every MX experiment, in which the crystal
rotates while recording diffraction images. Goniometer technology
has seen an evolution from the use of mechanical bearings to air
bearings, and from the use of large circles carrying proportional
detectors to small goniometer spindles rotating the crystal while
the diffraction pattern is recorded simultaneously with an area
detector. Arguably the key performance parameter of a goniometer
is its sphere of confusion e the smallest sphere containing the
goniometer's sample mount position while rotating through its
complete parameter space. The requirements on a goniometer's
sphere of confusion are dictated by the size of crystals measured,
the size of the beam, and the Bragg angle range over which crystals
are rotated during a data collection. Assuming the experimenter
has carefully matched the beam size to the crystal size, and wants
to collect a 180 wedge, the sphere of confusion should typically be
less than 10% of the beam and crystal size. Reductions in both of
these parameters to the single micron scale have driven forward
goniometer technology.
Modern microcrystal diffractometers have been able to achieve
sub-micron spheres of confusion (see for example the D3 diffrac-
tometer [56], the Kohzu QKSU-1 goniometer [71] and the MD3
microdiffractometer, thoughmany others nowexist at, for example,
beamlines such as I24 at Diamond, GM/CA at APS, and P11 at PETRA
III). By measuring the reproducible error of a goniometer, the
angular dependence of a goniometer's gravitational sag can be
determined and stored in a lookup table, to be used in as part of an
active correction scheme to reduce the goniometer's sphere of
confusion. With their rotational axis aligned to the gravitational
force, vertical axis goniometers typically can achieve smaller
spheres of confusion of around or even below 100 nm [84,121]. In
principle, for longer wavelengths the horizontal polarization of the
synchrotron radiation may limit the diffraction resolution attained
by vertical axes in the oscillation method for crystallographic data
collection as used in MX [4]. Nevertheless, to the authors' best
knowledge, for the resolutions and data qualities typical in MX,
current experiments are yet to encounter this limitation.
Multi-axis goniometers, providing three rotational degrees of
freedom, open the possibility for further optimization of data
collection strategies [20]. These strategies include the reorientation
such that Friedel pairs are recorded on the same image to aid
anomalous phasing, or the alignment of the crystal with a long
crystal axis along the rotation axis to minimise diffraction spot
overlap. The orientation of the unit cell axes is typically determined
via software such as XOalign3 following collection of a small
number of indexing frames.
Due to geometrical constraints and their comparatively large
sphere of confusion, multi-axis goniometry has not been exten-
sively used in the past decade. However, such goniometry mounted
on the omega axis has met increasing interest: ﬁrst with the min-
ikappa device in combination with the MD2 and MD3 diffractom-
eters [20] and more recently with the PRIGo [145].
While the classical oscillation method consisted of centering a
crystal in the beam and then rotating it while recording diffraction
images, the use of line, or helical, scanning [159] has become an
increasingly common means of collecting crystallographic data. By3 https://code.google.com/p/xdsme/.
Fig. 3. Experimental stations (ES) of the beamlines XALOC at ALBA (1), I24 at Diamond
Light Source (2) and X10SA at the Swiss Light Source (3). The beam direction is indi-
cated by the red arrow, goniometer spindles by the orange dashed lines and the cryo
cooler nozzle by the yellow dotted lines. The XALOC ES is built around the micro-
diffractometer MD2 (Arinax, France) (A). The I24 ES features two goniometers, the
main goniometer with a vertical spindle (B) and a dedicated crystallization plate
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rotation, a helical path through/along a crystal is traced. Translation
during exposure to X-rays means that the absorbed dose can be
evenly distributed over the crystal, to make optimal use of the
diffracting volume and avoid discontinuities in the scaling correc-
tion that would result from collecting data from discrete positions.
In addition to the beam trajectory, an optimal data collection
strategy has to include a suitable beam shapee for a needle-shaped
crystal, this could be a vertical line focus swept along the needle e
and the distribution of the X-ray dose, see below.
3.3. Beam shaping and sample environment
Optimization of data collection includes careful tailoring of the
X-ray beam properties to the crystal. By adjusting the beam focus to
the size of the crystal, the background scattering from the buffer
surrounding the crystal can be minimized and signal to noise
maximised [51]. Where the beamline's native focus is larger than
the sample, the beam size can be adjusted at the expense of ﬂux
through the use of slits or pinhole apertures (as demonstrated for
example at GM/CA, APS [53] or offered as part of the functionality of
the MD2 microdiffractometer). For crystal morphologies such as
plates, for optimal data collection the beam shape should be
changed as the crystal rotates such that the beamsize matches the
projected dimensions of the crystal along the beam axis [68] e
while this ideal approach is not commonly implemented yet, a
beamsize adjustment to the average projection size is good com-
monpractice. Alternatively, the beam is sometimes expanded at the
sample position by defocusing the mirrors to uniformly illuminate
the crystal or to focus the beam at the detector.
For all experiments, care must be taken to minimise the
contribution of air scatter to the data collected. Most frequently this
is addressed through the use of a collimating tube that encloses the
beam to within a few mm of the sample. For micro-crystal data
collection, and data collection at long wavelengths, absorption and
scattering by air becomes a signiﬁcant limitation and additional
care is required. Air scatter can be reduced through the use of a
helium path between the beam stop and detector surface, switch-
ing the sample cooling from gaseous nitrogen to helium, or even by
encasing the complete endstation environment and ﬂushing it with
He gas [71]. Further gains e especially crucial for measurements at
long wavelengths e can be made through use of an in vacuum
endstation as, for example, at beamline I23 at Diamond Light
Source [105].
Sample cooling using a nitrogen gas ﬂow at cryogenic temper-
ature is an essential part of all ‘standard’ MX experiments at syn-
chrotron sources (radiation damage aspects of cryo-cooling are
discussed below). Further control of the sample cooling can be
achieved through the use of a cryo-shutter that allows controlled
sample annealing. Under certain circumstances, this can improve
the diffraction quality of a crystal, though the chances of success
can be hard to predict. For room temperature measurements, the
use of humidity control devices [127] can prevent samples from
drying out. By monitoring the diffraction properties of the crystal as
humidity conditions vary, improvements in crystal quality can be
found in some cases [18]. A key consideration in the endstation
design is temperature stability: the effects of cold nitrogen gas can
be mitigated through the use of a cryo gas extraction tube opposite
the cryo nozzle, which will also reduce the nitrogen ﬂow turbu-
lence. The use of on-axis cryo-cooling, with a heating shieldgoniometer with a horizontal spindle (C). The X10SA diffractometer D3 features a
microspectrophotometer for concurrent diffraction and optical spectroscopy experi-
ments (D).
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ture, greatly reduces the sample pin's projection to the gas ﬂow
[11]. Automation also helps improve temperature stability as the
need to open the experimental hutch regularly is removed.
Data collection from crystals held in crystallographic plates, or
in situ data collection, is routinely used for both crystal screening
and the collection of datasets. As crystallization trays were not
initially designed with X-ray data collection in mind, an early use
case was to obtain rapid feedback on the crystal identity and on the
quality of hits in crystallization trials. As the data collected at room
temperature is free of artefacts fromhandling, cryo-protectants and
from the cooling process itself, in situ data collection can provide a
rapid means of optimising crystallization conditions. The ﬁrst
implementations used a six-axis robotic armwith a gripper for SBS
format crystallization plates to position and rotate the plates in the
X-ray beam [77], while more recent implementations have incor-
porated dedicated goniometry into the endstation [7,13,87]. Crys-
tallization plates have also evolved to facilitate X-ray data
collection, with plates designed to minimise background scatter
and maximize the accessible rotation range becoming commer-
cially available. In situ plates compatible with lipidic cubic phase
crystallization, a critical part of membrane protein crystallography,
have also been developed allowing datasets to be collected from
membrane proteins without the need for harvesting from the drop
[75]. The wells of CrystalDirect plates [28] are designed to be laser
cut and mounted on special pins to avoid crystal ﬁshing, side-
stepping some of the problems associated with in situ
crystallography.
3.4. Complementary spectroscopic techniques
Several beamlines offer the acquisition of optical spectroscopic
data concurrent with the collection of diffraction data sets
[22,30,39,50,111,113,118,125,126,136]. Key applications of this com-
plementary information are the identiﬁcation of kinetic reaction
intermediates in structural enzymology, as well as the quantitative
monitoring of changing oxidation states of metal centers due to X-
ray induced photoelectrons. The spectroscopic methods of choice
are UV/Vis absorption, ﬂuorescence, and Raman spectroscopy. The
design of the micro-spectrophotometers differs considerably be-
tween the different beamlines. The range of methods offered varies
from absorption spectroscopy, to combined absorption and ﬂuo-
rescence spectrometers, to the combination of all three methods
listed above. While some implementations require a reconﬁgura-
tion of the endstation, and therefore are typically operated in
dedicated spectroscopy shifts, others are permanent installations. A
further deﬁning characteristic is the alignment of the optical axes
with respect to the X-ray beam e on-axis systems provide an im-
mediate view of the relative beam overlap, while off-axis systems
require rotational realignments between diffraction and spectro-
scopic measurements. Since the acquisition of spectroscopic data
can be considerably more time consuming than the diffraction
experiment, several beamlines provide accompanying off-line
laboratories to perform a spectroscopic pre-characterization of
the crystals before taking them to the beamline.
3.5. Sample visualisation
High quality visualisation of samples is essential for accurate
alignment of crystals in the X-ray beam. In its most simple imple-
mentation this takes the form of a standard microscope pointing at
the sample position, though as beam and crystal sizes have reduced
this approach has proved insufﬁcient to accurately and reliably
align crystals in the X-ray beam. On-axis video microscopes (OAV),
such as that developed for the MD2 diffractometer [114], with adrilled objective and 45 mirror provide a view of the sample as
seen from the source, and this arrangement is now considered
standard at MX beamlines. OAV images and recognition algorithms
are used to identify loops and automatically centre these in the X-
ray beam [82,86,119]. It can be challenging, however, to apply such
routines based on an optical microscope to small crystals or to
crystals whose mother liquor becomes opaque in the cryo-cooling
process. Errors of only a few microns are sufﬁcient to move the
crystal out of the X-ray beam during data collection.
In order to address some of these challenges, the optical prop-
erties of protein crystals can also be exploited to facilitate crystal
identiﬁcation and alignment. UV-induced ﬂuorescence can be used
to identify crystals [24,63,142] aiding automated alignment of
crystals within loops. UV light provided by a laser or LED induces
ﬂuorescence from aromatic amino acids between 300 and 450 nm,
which is readily detected by a standard microscope giving high
contrast between crystals and the surrounding mother liquor.
Second-order nonlinear optical imaging of chiral crystals (SONICC)
has also recently been explored for imaging protein crystals
[29,43,83]. This allows identiﬁcation of protein crystals within
opaque amorphous material such as lipidic cubic phase (LCP).
Where optical recognition is not possible, and for very small
crystals, grid scanning can be used. The diffraction grid scan rasters
samples through the X-ray beam resulting in a 2D map of diffrac-
tion images [1,17,25,135]. Automatic scoring of each image allows
rapid visualisation of crystal location, or in the case of crystals
larger than the beamsize, variations in diffracting power across a
crystal. Sequential collection of grids at multiple angles is sufﬁcient
to ensure centering of a sample so it remains in the X-ray beam
during data collection. Grid scanning is particularly applicable to
crystals grown or cryocooled in opaque material. In the case of
extremely small crystals, from which it is not possible to collect a
largewedge of diffraction data, sequential grids often take the form
of a coarse grid to locate crystals followed by a closely spaced grid
to ﬁne-tune the crystal position for data collection.
X-ray imaging, or tomography, can also be used to identify and
characterise crystals [19,146]. The contrast in X-ray beam proper-
ties required for imaging means this approach has not become
widely implemented, but it may prove of particular use at long
wavelength beamlines where increased absorption of X-rays
should be taken into account for optimal data processing.
3.6. Detectors
Macromolecular crystallography has beneﬁted greatly from the
development of large area detectors. In the early days of crystal-
lography these took the form of X-ray sensitive ﬁlm (1980s) and
image plates (mid-1990s) before the introduction of CCD detectors
to synchrotron sources (late 1990s). The increasing area of de-
tectors allows data to be collected with improved signal to noise as
the detector can be positioned further away from the sample when
collecting data to a given resolution, especially when the beam is
focused after the sample. This reduces the contribution of diffuse X-
ray scatter to the recorded pattern, and increases the inter-spot
separation. This and other aspects of optimal data collection are
discussed by Ref. [37].
Until recently, the vast majority of MX beamlines were equipped
with a CCD detector possessing a readout time on the order of a few
seconds. At synchrotron sources this permitted a frame rate of one
image every 2e3 s, with the X-ray shutter closing while the de-
tector was read-out. During this time the goniometer would be
stopped, wound back and then set rotating again ready for the next
image in the dataset adding a time overhead and stringent re-
quirements on synchronisation of beamline hardware. The advent
of Pixel Array Detectors (PADs) for MX has revolutionised how data
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equipped with a PAD.
A major advantage of PADs and the newest generation of CCD
detectors over ‘classical’ detectors is their short readout time.
Readout times of less than a millisecond can be achieved as all
pixels on the detector are read-out in parallel. Pioneered for MX at
the Swiss Light Source [47], and commercialised by Dectris, this
allows ‘continuous’ data collection, where the crystal is continually
rotated and the X-ray shutter remains open during data collection.
This approach greatly simpliﬁes shuttering and synchronisation of
beamline hardware, and dramatically reduces the duration of the
experiment.
The large increase in achievable frame-rate and absence of
readout noise means that experimental protocols such as ﬁne-phi
slicing, which improve data quality [101,115], but would previ-
ously have been prohibitively time consuming are now considered
routine.
The dramatic reduction in the data collection times that can be
achieved from both advances in detector technology and beamline
hardware has proven a driving force for automated sample ex-
change. The combination of these two developments means it can
be considered routine to collect many hundreds of datasets in a
single visit to a beamline.
The second type of detector present at all beamlines that sup-
port anomalous data collection is an energy dispersive X-ray
Fluorescence (XRF) detector. By monitoring the element speciﬁc
ﬂuorescence line of a heavy atom scatterer while scanning the
monochromator across its absorption edge, the exact position of
the peak and inﬂection points of the edge can be determined using
a program like CHOOCH [52], to optimize the anomalous signal. The
most common form of detector in use is a silicon drift detector [137]
which permits input count rates of up to 106 photons/s. To avoid
detector saturation the beam intensity must therefore be carefully
optimized to keep the detector dead time below values around
10e15%.
3.7. Sample delivery
Automated sample exchange has greatly beneﬁted synchrotron
MX allowing the high throughput promised by shorter exposure
times and fast detector readout to be achieved. Increased
throughput allows large numbers of crystals to be screened during
a single visit which can prove to be essential when only a small
fraction of crystals diffract well, and (or) when crystals are un-
suitable for a home source. Automated sample exchange also per-
mits remote access, which can facilitate large numbers of research
groups accessing a beamline for short visits in a short period and
regular access to facilities remote from the home laboratory.
Industrial multi-axis robots have been often used for sample
mounting (for a list of systems, see references in Refs. [95,116] This
approach has been sidestepped at some sources in favor of auto-
mounters with a limited range of movement (most notably the SC3
at the ESRF and the Berkeley automounter [134]). The strict re-
quirements imposed by automated sample exchangers have driven
the development of standardised sample mounts. The Structural
Proteomics In Europe (SPINE) project developed a standard sample
holder for general use [27] based on the Hampton CrystalCap, and
the SPINE pin remains the standard at the majority of synchrotrons.
Standardised containers for the transport of SPINE pins between
sites, and mounting in sample changers have also been developed,
with multiple standards (for example the Unipuck and ESRF/EMBL
basket) co-existing. However, the increasing rate of crystal testing4 https://embl.fr/newpin/.and collection is driving the development of even more compact
pin designs such as the miniSpine and the NewPin standard,4 that
are currently being introduced.
The strict requirements on sample holder uniformity, the need
to synchronise robots with other beamline equipment, and the
necessary combination of moving components and liquid nitrogen
has, coupledwith the high success rates required for successful, ice-
free, sample exchange, resulted in automation being a challenging
area since the ﬁrst auto-mounters were developed in the early
2000s [31,99].
To date, the majority of data collections at synchrotrons are
carried out on single crystals individually mounted by hand on a
holder. While in some cases, the number of crystals may be
increased to double-digits, for example in the case of polyhedral
crystals mounted on micromeshes [6], the number of crystals per
mount nonetheless remains low. Experiments at Free Electron La-
sers (FELs) have driven new modes of sample delivery, driven by
the impact a single FEL pulse has on a protein crystal: with > 1012
photons in a pulse of 5e50 fs, only a single still image can be
collected before the sample is destroyed. Thousands of crystals are
needed, driving the need for new modes of sample delivery.
A number of approaches have been developed to enable serial
crystallography [23]. The most widely used has been the liquid jet
or gas dynamic virtual nozzle [41] which streams a narrow jet of
liquid containing crystals through the X-ray beam. High Viscosity
Extrusion jets (or “toothpaste jets”) with their slower ﬂow speeds
have since also been used at synchrotron beamlines [16,108]. Ap-
proaches more akin to those used at synchrotron sources have been
developed as well. These are generally based on a goniometer
‘borrowed’ from a synchrotron beamline [32,72] and successes
with this approach have led to the emergence of serial crystallog-
raphy at synchrotrons [16,33,62]. On-going work in new sample
mounts, such as grid-based supports [9,75,100,104,123] and
microﬂuidic ﬂow cells [44,70,89], may see sample delivery tech-
niques optimal for use at both FELs and synchrotrons.
3.8. Sample lifetime
The loop mounting and cryo-cooling of protein crystals prior to
data collection has had a dramatic effect on MX. Once cryo-cooled,
crystals effectively become immortal (prior to exposure to X-rays),
and sample transport and automatic mounting is greatly simpliﬁed.
The development of techniques to optimize the cryo-cooling pro-
cess [61] means that in a large fraction of cases, crystal quality is not
adversely affected upon cooling to 100 K, though notable excep-
tions to this exist, for example in the ﬁeld of virus crystallography.
Cryo-cooling also provides a large beneﬁt in terms of radiation
damage, increasing the lifetime of crystals by a factor of ~70 [60].
Even the protection conferred by cryo-cooling does not allow
radiation damage to be ignored however, and the ﬁnite lifetime of
crystals is now frequently the primary reason for choosing the start
angle for data collectionwith care. Site-speciﬁc damage means that
in addition to a global decay in diffracting power during data
collection the relative intensities of reﬂections change [35,112]. The
magnitude of changes to individual reﬂections resulting from site-
speciﬁc damage is comparable to the changes induced by the
introduction of heavy atoms so the best possible anomalous data
are collected with Friedel pairs recorded close together in time
(dose). An elegant way of achieving this is through the use of a
multi-axis goniometer.
In recent years there has been a resurgence in room tempera-
ture (RT) crystallography at synchrotron sources with facilities for
in situ data collection developed at a number of sources [7,13,78].
Data collection from crystals held in a crystallization traymeans the
potentially damaging steps of crystal harvesting and the cryo-
R.L. Owen et al. / Archives of Biochemistry and Biophysics 602 (2016) 21e31 29cooling process can be sidestepped. In some cases, most frequently
in virus crystallography, successful cryo-cooling can prove impos-
sible, meaning RT data collection is the only option for structure
solution. In such cases in situ data collection eliminates the need to
transfer crystals to capillaries. Even while cryo-cooling appears to
be successful: the cooling process can introduce artefacts in side-
chain interactions [79] or hide conformation diversity [55] mak-
ing a RT structure highly desirable. Although the rapid onset of
radiation damage means that it may be possible to collect only a
few degrees of data from each crystal, strategies have been devel-
oped to exploit new instrumentation such as fast PADs and maxi-
mize the amount of data that can be collected from each crystal
[109,110]. Approaches for identifying the similarity of different
crystals and how to optimallymerge data from these have also been
developed [54,88]. The concomitant development of hardware and
software optimised for RT data collection and processing means the
approach can be applied to structure solution and phasing of
challenging targets such as membrane proteins [5,75].
3.9. Data acquisition and processing
Key to the wide uptake of MX at synchrotron sources has been
the development of control software to allow non-expert users
carry out crystallography experiments. Control of the experiment
usually relies on a high-level graphical software layer on top of the
low-level beamline control system such as EPICS [36], TANGO [64]
or MADOCA [93]. Some widely implemented systems are Blu-Ice
[94], MxCuBE [59], GDA5 and BSS [139]. To ensure the portability
to different synchrotrons, some systems such as MXCuBE are
encompassing a further dissection between the graphical interface
(common to all facilities) and the functionality logic (particular to
each beamline). The software layer can embrace all aspects of the
experiment from sample loading and sample alignment to data
collection and analysis. A high-level software layer allows complex
data collections to become routine. Examples of this include
automated grid X-ray scans, helical data collection, automatic
adjustment of kappa goniometry, and interweaved (inverse beam)
data collections. A reliable, comprehensive software layer is
required for automatic beamline operation for hours through
sample queueing, as well as for remote operation of the beamline.
The speed of data collection and throughput has dramatically
increased in recent years. This is illustrated by 2 MAD experiments
made 15 years apart, both taking approximately a little less than
25 min [45,144]. In 1999, a total of 240 images, 3 s exposure per
image, were taken on one crystal at three wavelengths. In 2014,
~43,000 frames, 0.02 s exposure per frame, were taken on four
crystals at four wavelengths each. The larger quantity of collected
data has increased the productivity of the beamlines, as shown by
the progressive increment of the maximum annual PDB releases
achieved by the beamlines. It also favours the variety of successful
projects, as more collection strategies are available (e.g. ﬁne phi-
slicing, multi-crystal data clustering).
Increases in throughput and speed mean that control systems
face much tighter requirements on synchronisation and must be
able to cope with large volumes of data. The amount of data
generated boosts the need for automated data processing. This
ranges from preliminary analysis of raw images, to automated
phasing and structure solution. Pipelines such as ELVES [74], xia2
[150], autoPROC [143], EDNA [98] and MeshAndCollect [151] aim to
perform the automatic steps of the data processing, as well as to
provide quick feedback on data already collected to optimize the
following collections.5 http://www.opengda.org/OpenGDA.html.As an umbrella to the experiments performed at the beamlines,
Laboratory Information Management Systems (LIMS) such as ISPyB
[40] allow large volumes of both raw data and the results of auto-
processing to be tracked and managed also from home labora-
tory. In the future LIMS will likely be coupled to user and safety
ofﬁce databases.
4. Conclusions
In recent years, signiﬁcant progress has beenmade in all aspects
of MX experiments, from photon sources in storage rings to the
management of processed data. Taken together, these de-
velopments have transformed what might be considered a typical
visit to a MX beamline. Data can be collected and structures
determined from samples that may not even be visible in a mi-
croscope. Diffraction images may not be indicative of the success of
the experiment. Decision-making is sometimes the main bottle-
neck for data collection. Synchrotron users are not even required at
synchrotrons anymore. All steps in the chain from crystal to
structure can rely on robust instrumentation and automated con-
trol. In short, even complex MX experiments can become auto-
mated measurements. Synchrotron facilities, rather than just
providing photons and raw data, are nowadays offering a full “user
experience” and ready-to-interpret data at the end of every
beamtime. Yet, human control is always possible in all steps, and in
challenging cases is still required for the success of the experiment.
Beyond themost “standard” projects, the MX ﬁeld is also rapidly
evolving and beamlines dedicated to speciﬁc methods, for example
long wavelength, microfocus or in situ data collection, will lead to
advances in several divergent areas. New data collection strategies
are also appearing. A real, future breakthrough is to come with the
advent of 4th generation sources, which will push for new instru-
mentation, sample handling and phasing methods. It is not only
structural biology driving the advances in MX beamline instru-
mentation and control, but also these new developments offering
opportunities that science will ﬁnd the way to exploit. Conceivably,
the synergy between instrumentation and science will lead to new
insights into the structure and function of macromolecules in the
years to come.
One of the authors (JJ) is indebted to Prof. Joan Bordas and
Salvador Ferrer for previous fruitful discussions on optics, experi-
ments and beamline management.
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